TUCSON POLICE DEPARTMENT

CRIME LABORATORY /ﬁ.‘"
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

#_ /R Serial #_OF-0025/ b . certifies by her signature:

on S/13]04% .witharesult of 8.0ZFAC. 2.078AC.

andon _6/9 /o with aresult of 0.0 74 AC. 0.0 ZAC.

this instrument was tested with a known alcohol reference standard,

and always produced results within the acceptable accuracy limits

(from _0.070 AC. to_0.090 AC} . as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

Mf(ﬁfﬂ-&y—

[rene Doran

two dates.

ADPS QAS Permut #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this | S .dayof_Jimo. .200Y
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Notgfy Public
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EXEIBIT Q

THIE REPCRT PREPARED PURSUANT TO D"”Y IMdE

QSED BY
A.A.C. R9-14-404 (A7)
ARITONA DEPARTHEMNT OF HFEALTE 8ERVICES
ETANDARD QUALITY ASSURANCE PROCENGRES
INTOXILYZER MODEL 5000+ /‘kbh\
AcENcy Tucson Police ga spreranrsT Lrene Dorsa Y¢ 33/
2rint :‘“Ia_.dT-_-_—-—_'_
INTOXILYZER SERIAL # ©@%-0035/p (712)  1ocarron ODS
DATE Hav /3 3 20 TIME a‘?id
- : g e
~ERT Display reads "READY TO START" or "PUSH BUTTON TGO START
TEST."
DIAGNOSTIC TESTS

DVM Test check. Setting should b=

mn =
-600. Maode selection switch s2 80, 51-and 53 :off

keyboard menu selesction "H". Reading is

,,QQ: Display Test check. Hode selection switch 51 an and 532

and S3 off or k=vaca*u nmenu selection "y,

Printer Test check. Mods selection switch 5L, 52, 83
? Qrt o :{E}’bﬂi":d menu ssleaction “E".
w/lﬁﬂ Clock time chack. Mode selection switeh 514 on or
Xeyboard menu selectisn “"E". :
_\_’/ﬂg“' Datea check. Mode selesction switch S11 on or keyboard
menu selection “E",
OPERATTONAL ' TESTS
£ Alcohol free subject Test result o .07 AC
~—Ea— Error recognition logic system functiening

Invalid test printed
% Proper sample recognition system
Invalid sample printed 5
iy Deficient sample printedgy
! Completeness of sample purge with collsction tubox+

i Calibration standard 0. 0F0O \C
Results: 0.073ACT + 0. 0 F5A

Instrument operating properly and accurately. YESK NG

corewEnts: T moved ahad A%t — 0340

SIGNATURE _@*&@M

J:’K"PS:W cohol concentration standard collected for subseguent
analvsls-*i

iJ

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT XEYBOARD
**TEIS BTEF IB ONLY REQUIRED IP THIS DEVICE IE BEING USED FOR
BEAMPLE CAPTURE.

DHS/DSLS/Form C117(Rev.7-33)
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Tucson Police Department Crime Laboratory
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THIS REPORT PREPARED PURSUANT TQ DUTY IMPOBED BY S
A.A.C. RI-14-404 (1)

ARTIZONA DEPARTMENT OF HEATLTH SERVICES

STANDARD QUALITY ASSURANCE FPROCEDURES
INTOXILYZER MODEL 5000#

8TANDARD CALIBRATION CEECK PROCEDURE /{6&\

Agency _Tucson Polics Department Date 5/-‘;«—3/@% Time _ 0780
Intoxilyzer Serial# @¥- /le(f2) Location DDS
QA Specialist Trtnc Divan”  tp33) .

(g 1.0

) 2-
(o 3.

ko5) 4.
S .
Lrlog) 6.
=g 7.
A=) 8.

" g'
L) 10.
<‘xlos

1i.

(A 12

‘SIGNATURE

(Print Name)
four a standard alcchol solution of known wvalue into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard wvalue: 0.0%0 AC
Turn on the simulator and allow the temperatura to
reach 34°C+.2°%C.
Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting “gn
on keybocard menu.
Attach simulator to the simulator entrance port on the
Intoxilyzer.
Incoxllyzer 5000 display reads "READY TO START" a+
"BUSH BUTTON".
Push Start Test button or press enter on keyboard.
Insert card in response to display.
Air blank completed.
Calibration check completed.
Test results 0.0FFT~+ 2075 aAcC ;
Air blank compleatead.
When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
FReturn mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
on keyhoard. -

*WITH OR WITEOQUT VAPOR RECIRCULATION AND WITE OR WITHOUT EKEYEOARD

DHS/DSLS/Form Cll1s (Rev.7-33)
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ARIZONA DEPARTHMZNT OF EZALTE 5Zavrcss

- - - . i L SR |

STANDARD QUALITY ASSURANCE PA0C230mzs

______ PAGCE2DTR 25

INTORTLYZeD HOBEL, s0n00+ @ﬁ
AGEMEy TlSsSon Bolice

=1L # WF-0025/¢ {'b{?a‘) "—*'3"-”3.3:-'-‘-!:{:’,&}‘_“I‘__-j'rﬁﬂ
? "_‘—'f—afﬂ@:_?( ,T:HE @QI}?P._-.D___ -

- _\_\_'_‘—\—|_
‘ﬁ%’

olay reads "2Tiov To SEERTMaE BEus ST d STxoT
) TR
RIAGNQSTIC TESTS
QF DVH Tast check Sactiting =h between .200 =ad
-800. HMode salactian switch 51 and S3 0ff o=
seyboard meAn Ealacrion Wil Doasino i P Ly 2, )
éﬁ Oisplay T=st check. Mods se switch St on ang 52
and S3 orf or keyboard manu =laTE M
jﬁj Prin<sr Test check: Mods == swafonlgr., 2. 459
P oL o kayboard menu salact
Jé Cleck Tims chack. Mode sals ived 210 on oo
Keyboard menu selectiagn "gv
% fﬁ Date chack. Mods szlsction switch 511 on oz Kevooard
menu sslsctign "E0
QEZRATIONAL TESTS
~ L4 Alconol fres subject Test rasul: 0. 000 AC
.&: EXrroxr recognition logic system functicning
Invalld cest printed
i e Proper samples recognition systen
Invalid sample printedgdy—
A Daficient sample printadds—
- N/A Complet=ness af samgles nurge with coliaction tubhas=x#
Yo Calibraticn standard 0. 080 AC
Results: 0.0FH94C v+ 0. 0F,4c Z
Instrument apsrating properly and accuxatsly. YESHNO

cospENTS : P poved abepd  O%%— o234~

SIGNATURE ﬁé&@&

-2
Qe ﬁ%ﬂ'ﬁ"g{;lcmhﬂl concentration standard collscted for sut_JSE'i'—ELl‘E-n“
=1

nalysis.*

*WITE OR WITEQUT VAPOR RECIRCULATION AND WITE OR WITHEQUT REYSOARD
*+*THIS BTEF I8 ONLY REQUIRED IP TEIS DEVICE IS BEING USED FOR
SAMPLE CAYTURE.

DHS/DSLS/Faorm C117(Rav. 7=-37) =
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Tucson Police Department Crime Laboratory
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TEIS REPORT FREPARED PURSUANT TO DOTY IMPQZED B
A.A.C. BI-14-404(2)

STANDARD QUALITY ASSURANCE PROCEDUERZS
INTOIILYZER MODEIL 5000+ @H

STANDARD CALIZRATION CEECX PRO JCZDOAE

Agency glice Departmsnr Data Wf?/ﬂ?ﬁ Tim ﬁféﬁi
Intoxil 17 rﬂﬂxﬁﬂgbﬁﬁﬁ) cation PIIS i
QA Spec LCAC Lorarg (K330 =

Brint Nzfe)

(
L{%f} 1 stﬂnﬁard alcohol soluticn eof kneown value intg a
Iy simulator jar and assemble the simulatos
chat a tight seal has been mads
d walue: 0. o5 AC
ié%fi 2 the simulator and allow the faopardturs =o
49C+ . 2°C,
(Lagel 3. axilyzer mode selsction in the ACA mode by
ng mode selection switch #9 on or selecting "ow
gard menu. B
(T 4 sintlator to the sinulator ent-ance Dol on the
Intoxilyzer. '
J@W 5 Intoxilyzer S000 display reads "READY TO STAIT' or
“"US& BTTTON!
‘4§kjhé%ﬂ 5 : §tart TestT button or press enter on kayboard.
2 Lé%-“l 7l Inssrt =2rd 1n rsspoass to disnlay
20 e e
1 O,_1 . pration check completad.
= results 0.0F4 ¢ 0.0F2C
e (Psr 10. biznk completad.
M{T']F 2520 display r=ads Test Complste remowva evidencs card.
= ch the card to the completed chocklist.
(=12 urn mode salection switech #9 to off position after
Lll ca 1lbratlmn chigcks are complets or Lype Q and enfter

SIGHNATURE /8—&4,4‘__\_\
o S

*¥ITHE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEQUT KEYZSOARD

DHS/DSLS/Form: Clle (Rew.7-=93)



